MISSOURI DEPARTMENT OF HEALTH AND SENIOR SERVICES

STATE PUBLIC HEALTH LABORATORY
BREATH ALCOHOL PROGRAM (gfgaﬁgygga, 0192, A 06, 2015
DATAMASTER MAINTENANCE REPORT “REPORTHo

Complete this reporl at the time of the regular monthly preventive maintenance check {not lo exceed 35 days).
Complete this report whenever the Iinstrument is serviced or repalred and whenever it is placed into setvice.
Retain the original and send a copy within 15 days to the Breath Alcohol Program, DHSS.

DATAMASTER SN NAME OF AGENCY DATE OF INSPECTION
201302 St. Joseph Police Departiment 08/01/2013

LOCATION OF INSTRUMENT (STREET AHD CITY) TIME OF INSPECTION

501 Faraon St Joseph, MO 64501 816-271-5359

CHECKLIST: Place a mark in the box by each llem Iif found io be salisfactory or If operaling within eslablished limits. (Write in observed values
whare determined.) Unmarked ltems must be corrected before using instrument.

DXl DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (from printout) 08/01/2013 2024
COMPUTER B petecTor
B procram | 4 FiLTers
HEATERS SAMPLE CHAMBER 49 _oc QUARTZSTANDARD
FLOW DETECTOR CALIBRATION
PUMP HIGH SPEED PRINTER

INDICATOR LIGHTS

SIMULATOR SOLUTION SUPPLIER Repco Marketing LOT # 12001 EXRDATE 04/02/2014
B4 siMULATOR TEMP (34'C + 0.2'C) 34.0 oc SIMULATOR SN 8d2278 EXP. DATE 12-17-2013

CALIBRATION CHECK - (ONLY ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

Run three tests using a standard solutlon. All three tests must be wilhin +6% of the standard vaitie and must have a spread of .005 or
less, Mark the box corresponding fo the standard solution being used. (PRINTOUT ATTACHED}

0.100% STANDARD - MUST READ BETWEEN 0.085% AND 0.105% INCLUSIVE
0.080% STANDARD - MUST REAR BETWEEN 0.076% AND 0.084% INCLUSIVE
0.040% STANDARD - MUST READ BETWEEN 0.038% AND 0.042% INCLUSIVE

TEST 2 -

TEST3

096 097

TEST 1 - 096
PERFORM R.F.I. TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BREATH TESTS N THE FOLLE‘GiRANGES SINCE THE LAST MAINTENANCE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

REFUSALS 0 {0-.04) 0 (.05-.09) 0 {.10-.14) 5 {.15-.09) 1 (OVER .19) 0

LIST ANY NEW PARTS AND DESCRIBE ANY ALTERATION OR MODIFICATION THAT WAS MADE TO RESTORE THE INSTRUMENT TO OPERATE SATISFACTORILY AND WITHIR ESTABLISHED LIMITS
{USE OTHER SIDE IF NECESSARY),

1 . PRINF FULL NAME

Z Scott Gary Brad Kems

TYPEI P;R’MIT HUMBER/EXPIRATION DATE P SR TELEPHONE NUMBER

220179 08/03/2014 220427 12/2772014 816-271-5359

RETURN COMPLETEDR REPORT TO THE: Breath Alcohol Program, MO Department of Heaith and Senlor Services, Southeast District Office
2875 James Blvd,
Poplar Biuff, MG 63901

MO 580-1468 [2-08) AN EQUAL CPPORTIRATVIAFFIRVATIVE ACTION FMPLOYER
servioes provided o a readitaifntuery basis

AB-1T




- REPCO MARKETING INC.

3101-188 STONYEROOK DRIVE
RALEIGH, L.C. 27604
212-878 5480

CERTIFICATE OF ANALYSIS

- MANUFACTURER AND SUPPLIER: RepCo Marketing, Ine.

LOT NUMBER: 12002
EXPIRATION DATH: Awngust29, 2014 at 11:59 pm.

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Tnc. manufactured, tested and supplied Lot Number -
13002  of Alcohol Certified Solution for simulators. Random samples of said lot
number were analyzed by an independent laboratory utilizing a gas chromatograph
and found to contain __ 1209 gms/dl +/-.003 gms/dl wi/vol ethanol (95%

Confidence). .
The alcohol and distilled water used in the solution were found to be fiee of

any interterring substance.
This solution will produce a vapor alcohol value of 108 +/-3% gms/210L
Breath when heated to 34 Degrees Celsius +/-0.2 Degrees Celsius in a g_‘imulator

- (95% Confidence). :

The date of manufacture for this lot number is __August 30, 2012
The expiration date for this lot nuraber is ___Awmust 29, 2014 at
11:59 p.m.

This document is a true represent?aﬁon of the original Certificate of Apalysis.

et & 5

o Cecil B, Garner, President
RepCo Marketing, Inc.

Form RM 02



FACE THIS SIDE DOWN THIS EDGE IN FIHS‘ FACE THIS SIDE DOWN - THIS EDGE IN FIRST

.BAC DataMaster .- BAC DatalMaster
Evidence Ticket - Evidence Ticket
! S — -
STATE OF MISSOURT 5 .
N N _ . STAVE OF MISSOURT
iT. JOSEPH PULI_CE TEFARY FiEHT . ST, JOSEEH POLICE DEPARTHMEMT
- BAC DATARASTER SERTAL HUMBER 201382 EAC DATANASTER SERIAL HUMBER 281382
QR-a113 BE 5113
‘ TE§;§ﬁ§S§§$§CEﬁ‘ | o . ARREST TIME: 19:68
OFFIDER (0.3 1613 SﬁfJEDT WAFIE:
PERMIT RUMEER: 288179 s o o o N
EMPIRATION DATE: 02-02/14 ik LAV
MISCELLAHEOUS DATA: RRESTING OFFTCER:
s~ ZUPERYISOR MODE ——— | - ﬂ;;ICEP L0t 8
BLEINK TEST " aon pr1a | TEeL oy DrFACERS
INTERHAL. STANDARD YERIFIER  2@:19 OFFICER 1.D.: 1813
EXTERMAL STAMDARY . 596 OIS [ o NUMEER: 228179
BLprik TEST . e RIS EWPIRATION DATE: @8/6314
ELAMK TEST . B agiEy | ooy fEST ;
EXTERNAL STANDARD JB97 2pigl
BLAHK TEST B BB ee DREATH ANALYSIS —en
o -
IQI; | 1 ' Hg;;;ﬂ BLANK TEST . 536 Ei 1
R = a6 INTERMAL STAMIARD VERIFIED  £@:ip
e T e EER RADLO INTERFEREMCE
OPERATOR SIGNATURE OPERATOR SIGNATURE
Card Stock No. i Card Slock No,
60021 REORDER ALL SUPPLIES FROM N.PAS. 60021 AFQRDER ALL SUPPLIES FROM NPAS.




FACE THIS SIDE DOWN - THIS EDGE IN FIRST
BAC Datalllaster
‘ Evidence Ticket

STRTE OF MISSOURIT
£7.0SERFH POLICE IEFARTHENT

BAC DATAMASTER SERIAL MUMBER 261382 .
clesyry P e} '
2124
e DIAGHOSTIC CHECK =
COMPUTER! - OKAY

PROGRAM (B4-87-26050: OEAY

HERTERE

SAMPLE CHAMEER: 49c

FLOW DETECTOR: KAy

PLIMP

HIGH SPEED: OKAY

DETECTOR: aKrAY
"7 1 FILTERS: okay

BUARTZ STANDARD: OKAY

CALIRRATION: OKRY

PRINTER TEST
PUSENE * dkety o 28123456 FEDE § (= YEABCDEFG
HIJKLMMOPORSTUMWAYZINTA * shode fghi dk Lo
parstuvegyz {1 "

OPERATGR SIGNATURE

Card Stock No.
60021 AEORDER ALL SUPPLIES FROM N.PAS.
PO, BOX 1435, MANSFIELD, OH 44201




State of Missouri
DEPARTMENT OF HEALTH

PERMIT
TYPE Il

BRAD M KERNS

Is hereby authorized to instruct and supervise operators, traln instructors, inspact,
calibrate, perform fleld repairs, and operate the following breath analyzer(s):

DATAMASTER; ALCO-SENSOR IV W/PRINTER

“for the determlination of the alcohollc content of biood from a sample of expired (alveolar)
ait. Issued under the provisions of sectlons §77,020 through 577)241, RASMo 1988,

2
12/27/2012 (A wgf-’,..ﬁ

Director of State Publio Health Laboratory

220427
o | Hal %L"\Q‘ ACTING DIRECTOR
Explres 12/27/2014 .

MO §20-0771 {7-80)

Director, Depariment of Heallh
Lab. 4 (R7-93)




